MISSOURI DEPARTMENT OF HEALTH EREATH ALcoug, PROGI/ +
STATE PUBLIC HEALTH LABORATORY "
DATAMASTER MAINTENANCE REPORT JUN -9 2019

Complete this report in duplicate at the time of the regular monthly preventive maintenan¢g tpﬁeﬁi‘{;ﬂ”.d whenever instrument
is repaired. Send copy to Department of Health; retain originatl in department file. BRLLTERR S
DATAMASTER SN

DATE OF INSPEGTION

1O DS/ - 0605 -2005
LOCATION CF INSTRUMENT (STREET AND CITY} ” ] TIME OF INSPECTION

Pevels Potics Nepr Y87 MAn s Jxvel, Mg (W) /6, 0 ¢
CHECKLI,’!T: Place a check (v) tofhe left of each item if found to be satisfactory/dr if operating within established limits. {Write
in observed values where determined.) Unchecked items must be corrected before using instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

X compuTER 4 peTECTOR
A —— |
X pProOGRAM X FiLTeRS
[X] HEATERS samPLE cHAMBER YT <¢ Kl QuARTZ STANDARD
'
X FLow bETECTOR &) caLierATION
4 puMP HIGH sPEED Xl PRINTER N
X woicaTonr LicHTs
— ——

Kl TimvE AND DATE J6iop  6~5-43

Xl SIMULATOR TEMPERATURE (34 °¢ +02°C) Q¢ 9 oo

X CALIBRATION CHECK -
Run three tests using a standard solution. All three tests must be within + 5% of the standard value and must have a
spread of 005 or fess. Check the box cofresponding to the standard solution being used. {(PRINTOUT ATTACHED) (USE
RECIRCULATION PUMP) : .

M 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[} 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INGLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 ™ , OC}) 9 TESTZ2 ™ ) 09 0)0 ,TESTS = , 09? qa

X PERFORMR.F.I. TEST (PRINTOUT ATTACHED)

X NUMBER OF HEFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH BANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 7/‘ (0-.04) Iy f {.05-.09) 3 '(.10—.14) L , (.15-.19) L {Over .19} 0
List an.y new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily
i and within established limits (use other side if necessary}

LNSTIN 12007 WA Naerd  EPROP)  Ard P~ JIRRLPS
/N Spalled g 06-60%~2009 /;c;, Bod  1Jeccin,
T ST A @l 7 2 W T g SP28 Cyp 7, CqZrpe=y Bt _Sa .

L

| . A

CLolTa by e Diviiciss gl M aal st

i MANUFACTURER: CONCENTRATION: EXPIRES: LOT#:

[INSPECTING .OFFICER i _ o . S e I
| SIGNATURE PAINT NAME ] ] '

> Cﬂ/OQM.() ﬂa/w 225 39 7 DAvid T feseca D5

| TYPE 1l FERMIT NUMBER/EXPIBAFION DATE TE(EPHQNE NUMBER |

L ¥20.9% LSS 20/ (3C Y D0 g/

MO 5801468 (9-94) AN EQUAL OPPORTUNITY/AFFIAMATIVE ACTION EMPLOYER Lab.-118

servlces provided 00 a nondiscriminatory basis




®
A@é GUTH LABORATORIES, INC.

590 NORTH 67th STREEY # HARRISBURG, PA 17111- 4511 ® TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08400 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1204 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is December 8, 2009- at 11:59 PM,

When used in a calibrated S‘imulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, PreSident
GUTH LABORATORIES, INC.
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THIS SIDE DOWN - THIS EDGE IN FIRST.
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BAC DataMaster
Evidence Ticket

&

Card Stock Mo,

60021

' _OPERATOR SIGNATURE -~

FACElTH!S SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

P
%

LY

i

REORDFER ALL SUPPLIES FROM N.P.A.S. 60021

P.0. BOX 1435, MANSFIELD OH 44901

Gard Stock No.

REORDER ALL SUPPLIES FRCM N.P.A.S,
- P.O. BOX 1435, MANSFIELD QH 44901




FACE THIS SIDE DOWN - THIS EDGE IN FIRST
R BAC DataMaster
Evidence Ticket

R

{3 e L
OPERATOR SIGNATURE .~ ;}S o (, 3 }’"
Card Stock No. )
60021

REORDER ALL SUPPLIES FROM N.P.A.S.
7.0, BOX 1435, MANSFIELE OH 44901




State of Missouri
DEPARTMENT OF HEALTH

PER M IT
TYPE I

DAVID.E REECE

is hereby authorized to instruct and supervise operators, train instructers, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of biood from a sampie of expired (alveolar)
air. Issued under the provisions of sections 577.020 through 577,041, RSMo 1986,

10/15/08 Jolow 3 Wathususont

Nirarkae Al Qltata Do hiin Qanbik LEbD(&tOW

Date

820298
10/15/2010

Number

Expires
Direclor, Department of Hezlth

MO 550-0771 {7-88) Leb. 4 {R7-88)



